Purpose To compare ocular measurements of three optical biometry devices and their application in intraocular lens (IOL) power calculations. Methods One hundred and forty eyes which had undergone cataract extraction surgery with preoperative biometry with OA-2000, IOLMaster-500, and Lenstar-LS900 were enrolled. Biometry measurements of the three devices were compared. The deviation of the postoperative refraction from the preoperative refractive target was calculated with different formulas (Barrett Universal II, Hoffer Q, Holladay I, and SRK/T). Errors in the predicted astigmatism using the Barrett toric calculator were calculated for the toric IOLs. Additional 6465 eyes in which the IOLMaster-500 failed to measure axial length (AL) were reviewed. The percentage of successful measurements using the OA-2000 in those eyes was calculated. Results High agreement was found between the three devices for AL, anterior chamber depth, and average keratometry measurements (interclass correlation confidents: 1.000, 0.970, and 0.998, respectively, P < 0.001). The mean absolute prediction errors were similar using all formulas, ranging from 0.25 to 0.29 D, with no statistical significant difference between the three devices per each formula. The OA-2000 yielded a lower against-the-rule (ATR) centroid error in the predicted astigmatism than the IOLMaster-500 and Lenstar-LS900 (0.06 D ± 0.59 at 13.4°vs. 0.20 D ± 0.61 at 14.8°and 0.16 D ± 0.55 at 21.4°, respectively, P < 0.001, X-axis). Among 301 cases with unsuccessful AL readings using the IOLMaster-500, the OA-2000 had 284 (94.35%) successful measurements. Conclusions The OA-2000 measurements showed good agreement with those of the IOLMaster-500 and Lenstar-LS900. Our results may suggest a potential advantage of the OA-2000 device in toric IOLs calculations and AL measurement success rate.
Introduction
Precision and accuracy in biometric measurements are of outmost importance in achieving desirable refractive results following cataract extraction with an intraocular lens (IOL) implantation [1] . Optical biometry has become the gold standard for ocular measurements since the introduction of the IOLMaster (Carl Zeiss Meditec AG, Jena, Germany) in 2001 [2] . The IOLMaster is a partial coherence interferometry-based device which allows for noncontact, fast and accurate measurements. The IOLMaster-500 biometer (IOLMaster) uses a 780 nm laser diode infrared light to measure axial length (AL). The anterior chamber depth (ACD) is measured through a lateral slit illumination. Keratometry (K) readings are calculated by six measured points at a 2.5 mm zone on the anterior cornea.
In 2009, the Lenstar-LS900 (Lenstar) (Haag-Streit AG, Koeniz, Switzerland) was introduced [3] . Optical low coherence reflectometry technology with a 820 nm super luminescent diode is used in order to measure the axial ocular features, including AL, ACD, lens thickness (LT), central corneal thickness (CCT), and retinal thickness. A dual zone analysis of light-emitting diode projection at 1.65 and 2.3 mm of closely spaced 32 measurement points produces keratometry values.
A new biometer, the OA-2000 (Tomey GmbH, Nagoya, Japan), uses swept coherence tomography with a laser wavelength of 1060 nm for measuring the AL, ACD, CCT, and LT. Simultaneously, the corneal surface is measured by Placido disc topography of nine rings at 256 reference points each in one measurement [4] .
Several studies have already evaluated the agreement of ocular measurements using the OA-2000 with the IOLMaster and the Lenstar [4] [5] [6] . However, there are scant data available regarding the accuracy of IOL power calculations using these three biometers [7] . The present study aimed to evaluate the accuracy of the OA-2000 measurements, compared to the IOLMaster and Lenstar devices, using varies IOL calculation formulas, in patients following cataract extraction surgery. Our second goal was to assess its ability to perform biometry measurements in cases the IOLMaster failed.
Materials and methods
Medical records were retrospectively reviewed to identify consecutive patients who had cataract extraction by two different surgeons from January 2016 to December 2017, at a private practice clinic. The study conformed to the Declaration of Helsinki and was approved by an institutional ethics committee. Inclusion criteria were: (1) preoperative OA-2000, IOLMaster-500 and Lenstar-LS900 biometry and keratometry measurements; (2) uneventful cataract surgery; and (3) postoperative manifest refraction at least 3 weeks after surgery with a best corrected visual acuity of 6/9 or better. Exclusion criteria included any preoperative ocular comorbidity effecting visual acuity, perioperative complications, previous ocular surgery, intraoperative or postoperative complications, and incomplete data.
Biometry measurements
Each eye was evaluated during the preoperative examination with the three devices on the same day. For all instruments, the mean AL, mean ACD, white-to-white distance (WTW), and flat and steep K values were recorded. LT measurements were taken by the OA-2000 and the Lenstar instruments. All measurements of IOLMaster and Lenstar adhered to the validation criteria described by Warren Hill (Available at: http://www.doctor-hill.com/, Accessed 5 January 2017) and according to the manufacturer's calibration guidelines for measurements with the OA-2000. The reported K values were derived from the anterior corneal radii measurements using a 1.3375 keratometric index of refraction. K values of the OA-2000 device were assessed over a 2.5 mm diameter in accordance with similar radii of curvature measurements obtained by IOLMaster and Lenstar.
All three biometric measurements were available to the surgeon and were used for IOL power calculation prior to the surgery. The implanted IOL model and power were selected according to the surgeon's preferences. All surgical procedures were done using phacoemulsification through a 2.2-2.4 mm clear corneal incisions with an in-the-bag implanted IOL.
Evaluating the accuracy of IOL power calculations
Optical biometry and keratometry readings of the OA-2000, IOLMaster, and Lenstar were used to predict the refraction of the implanted IOL with four IOL power calculation formulas. The Hoffer Q [8, 9] , Holladay-1 [10] , and SRK/T [11] formulas were analyzed with an excel software spreadsheet (Office Professional plus 2013, Microsoft Inc.). Calculations for the Barrett Universal II formula [12, 13] were performed using the online calculator version ( Postoperative manifest refraction was obtained 3 weeks or later following the surgery. A prediction error for each device using the four cited formulas was calculated by subtracting the predicted refraction of each formula from the postoperative refraction. An absolute error was defined as the absolute value of the prediction error. Mean prediction errors, median absolute errors, and mean absolute errors were then calculated. The percentage of eyes within an absolute deviation from target refraction of 0.50 and 1.00 diopter (D) was calculated for each IOL power formula with the three devices.
Evaluating the accuracy of astigmatism correction with toric IOLs
Residual astigmatism for the implanted toric IOL power at the measured axis of alignment, recorded at the ≥3 weeks postoperative visit, was predicted using the Barrett toric calculator (Available at: http://www.ascrs.org/barrett-toriccalculator. Accessed 30 December 2017). A surgically induced astigmatism of 0.1 D at the corneal incision was assumed, as had been previously recommended by Barrett [14] . Centroid and absolute astigmatic prediction errors were calculated as the difference between the manifest refraction postoperative astigmatism adjusted to the corneal plane and the predicted residual astigmatism of the implanted IOL. Astigmatism values, defined as the difference between the steep and flat Ks, were analyzed by vector summation, as described by Holladay et al. [15] AL measurement success rate
To assess the OA-2000 AL measurement success rate in cases that the IOLMaster failed, an additional dataset was collected. Consecutive cases with preoperative biometry measurements, using the IOLMaster, between December 2015 and November 2017 at a private practice clinic, were reviewed. Cases with unsuccessful IOLMaster AL readings were included. In these cases, biometry measurements were performed with the OA-2000. The percentage of successful AL readings using the OA-2000 was calculated.
Statistical analysis
Power analysis was performed to determine the minimal sample size for statistical significant results. A difference of 0.125 D, half of the standard refractive interval, was considered as clinically important. A standard deviation (SD) of 0.30 D was assumed. Based on a two-tail test, an alpha level of 5% and a power of 80%, a minimal sample size of 46 eyes was required. Data were checked for normality using the Shapiro-Wilk test and normality assessment plots.
The Bland and Altman method was used to evaluate the agreement between the AL, ACD, average K, and WTW values, measured by the OA-2000, IOLMaster, and Lenstar devices, and LT measured by the OA-2000 and the Lenstar [16] . The 95% limits of agreement (LoA) were provided along with Bland-Altman plots. A repeated measures ANOVA was performed for comparison. Inter-rater reliability was assessed using interclass correlation coefficient (ICC) analysis. Double-angle plots were used to describe the differences in astigmatism measurements. Statistical analyses of astigmatism data were conducted for the double angled X-and Yaxis components each separately.
For assessing the differences of refractive prediction errors within each formula based on measurements obtained by the OA-2000, the IOLMaster, and the Lenstar, Friedman's test was performed. The absolute astigmatic prediction errors and the vector components of each biometry measurement device were also assessed with Friedman's test. Wilcoxon Signed-Rank test was used for post hock analysis. Levene's test for the equality of variances was used to assess the distribution of the numeric prediction errors.
Statistical analysis was performed with the SPSS package (version 21.0, SPSS, Inc.) and Medcalc Statistical Software (Version 12.5.0.0 Medcalc Software, Inc.). P < 0.05 was considered statistically significant. A Bonferroni correction was used for multiple comparisons.
Results
The study included 140 eyes of 90 patients comprising 57 females (63.3%) and 33 males (36.7%), whose mean age ± SD was 64.2 ± 9.8 years (range 37-83 years). The mean implanted IOL power was 17.64 ± 5.15 D (range 6-28). The implanted IOL models were as follows: 35 Acrysof IOLs, 60 PhysIOL IOLs, and 45 Tecnis IOLs.
Measurements compatibility
The respective means, standard deviations, and range of the ocular parameters provided by the OA-2000, IOLMaster and Lenstar devices are shown in Table 1 . High agreement was seen between the measuring devices with an ICC of: 1.000, 0.970, 0.998, 0.948, and 0.972, for measurements of AL, ACD, average K, WTW, and LT, respectively (P < 0.001). Bland-Altman plots of agreement between OA-2000 against IOLMaster and Lenstar biometry devices are presented in Fig. 1 . The 95% LoA were in narrow range, as shown in Table 1 and Fig. 1 .
Agreement in astigmatism measurements of the three devices was high. For the X and Y components, ICCs were 0.995 and 0.982, respectively (P < 0.001). The IOLMaster and Lenstar showed a relative with-the-rule (WTR) deviation of 0.12 and 0.10 D (P < 0.001) compared to OA-2000 (Fig. 2, Table 1 ).
Errors in the predicted refraction
All three biometry devices using the various formulas showed similar accuracy within ±0.50 and ±1.00 D from target refraction, range: 83.6-88.6 and 100.0% (OA-2000), 84.3-88.6 and 99.3-100.0% (IOLMaster), and 85.0-87.9 and 100.0% (Lenstar), respectively. There was no statistically significant difference in the absolute prediction errors between the OA-2000, IOLMaster, and Lenstar per each formula (Table 2 ). In addition, no significant differences were found in the variances of the numeric prediction errors between the three biometry devices (Table 2) .
Errors in the predicted astigmatism
A total of 78 toric IOLs were incorporated in the study. The mean ± SD IOL power was 17.15 D ± 5.53 (range 
The OA-2000 is manufactured by Tomey GmbH, Nürnberg, Germany The IOLMaster-500 is manufactured by Carl Zeiss Meditec AG, Jena, Germany The Lenstar-LS900 is manufactured by Haag-Streit AG, Koeniz, Switzerland 6.5-28.0 D). Seventy-two eyes had postoperative measurement of the implanted IOL axis and were enrolled in the toric IOLs sub-analysis.
The errors in the predicted residual astigmatism for each device are displayed in Table 2 . The differences in the absolute error between the three measuring systems did not 
AL measurement success rate
A total of 6465 preoperative biometry measurements using the IOLMaster were performed during the study period. In 301 eyes (4.66%), the IOLMaster failed to measure the AL. Among those, the OA-2000 had 284 (94.35%) successful measurements.
Discussion
This study compared the consistency and the accuracy of the results of three biometry devices: OA-2000, IOLMaster-500, and Lenstar-LS900.
High agreement between the measurements provided by the three devices was found, with an ICC exceeding 0.9 for all parameters evaluated. The mean differences were small and the LoA were narrow for all comparisons.
AL obtained with the new OA-2000 biometer showed excellent agreement with the IOLMaster and the Lenstar AL measurement (ICC 1.000). The Lenstar provided a statistically significant higher AL of 0.03 compared to the OA-2000. Considering a difference of 0.1 mm in AL would result in a refraction error of approximately 0.27 D, while the minimum detectable change in subjective refraction is 0.25 D, this difference is clinically negligible [17] . A notable advantage of the OA-2000 is its high success rate in AL measurements. In our sample of 6465 cases, the IOLMaster did not succeed to measure AL in 4.7% of cases. Among those cases, in more than 94%, a reliable AL measurement was achieved with the OA-2000. According to that, we can estimate a 99.7% success rate of AL reading using the OA-2000. This may reduce the number of ultrasound measurements taken, saving valuable time and lowering the inaccuracies associated with it. This superiority of the OA-2000 could favor the use of this device.
Aside from AL error, keratometry reading error is one of the most common causes of a postoperative refractive error [1, 17] . High correlation was found in the average K measurements between the three devices (ICC = 0.998). Nevertheless, there was a significant difference of 0.07 D between the OA-2000 and the Lenstar, with the 95% LoA range of 0.63 D. On the other hand, this difference is below the limit of clinical significance.
Compared with the IOLMaster and the Lenstar, statistically significant differences were observed for the astigmatism X and Y axes components values. However, the mean differences were small and the agreement was high. The results showed that the IOLMaster and Lenstar provided slightly WTR astigmatism measurements compared to the OA-2000.
We also observed good agreement (according to ICCs and LoA) in ACD, WTW, and LT measurements. As for AL and K data, these minor, yet significant, differences seem to have little consequence on IOL calculations.
Further integration of the measurements taken by these three devices into different IOL power calculation formulas produced similar results, with minor, non-significant, differences. Comparing the absolute error of the calculated target refraction using different formulas showed similar prediction errors using the three devices with minor differences in the median absolute error (0.00-0.03 D, depending on the formula). This range of changes is far Fig. 2 Double-angle plots of the vector differences between astigmatism measurements of the OA-2000 (Tomey GmbH, Nagoya, Japan) against a IOLMaster (Carl Zeiss Meditec, Jena, Germany) and b Lenstar (Haag-Streit AG, Koeniz, Switzerland) below the smallest subjective refraction detectable value of 0.25 D and therefore is not clinically relevant.
Comparing the absolute astigmatism error in the subgroup of the toric IOLs, no significant difference was found between the three devices. Although the absolute residual astigmatism prediction error reflects the clinical impact of the astigmatic outcome, it does not consider the axis. Therefore, the centroid residual astigmatism prediction error, which is calculated from the X and Y components of the astigmatism and considers both the astigmatic magnitude and direction, has been recommended as a preferred parameter to compare astigmatic outcomes after cataract surgery [15, 18] . In our study, the OA- However, in contrast to our analysis, which compared the accuracy of power calculation based on the postoperative refractive results, this information was not available in this study. Recently, Savini et al. [7] evaluated IOL power calculation using the OA-2000 device for third-generation formulas. They found a median absolute error ranging between 0.33 D (Holladay-1) and 0.35 D (SRK/T), which was greater than the median error in our study. Another difference was the finding of a lower median absolute error using the OA-2000 in comparison to the IOLMaster, which was not observed in our study. In contrast to us, they did not evaluate calculations with newer formulas such as the Barrett universal II formula and calculations for astigmatism correction with toric IOLs. There are some limitations to our study beginning with its retrospective nature. In addition, due to the variability of IOLs in this study, we could not optimize the IOL constants, which could affect the refractive errors. Finally, this study did not compare AL measurement success rate between the OA-2000 and the Lenstar.
In conclusion, the OA-2000 biometer measurement showed excellent consistency with the IOLMaster-500 and Lenstar-LS900 measurements. Several statistical significant differences were found, but they were not clinically significant, and had no influence on monofocal IOL power calculations. Regarding toric IOLs astigmatism correction, our results may imply a potential advantage using the OA-2000 device. A study on a larger number of eyes is warranted to evaluate this finding in greater depth. A notable superiority of the OA-2000 device was its higher AL measurement success rate in comparison with the IOLMaster.
Summary
What was known before
• Biometry measurements of the OA-2000 correlate well with the IOLMaster-500 and Lenstar-LS900. There are scant data available comparing the predicted refraction of various IOL power calculation formulas using the biometric data provided by these three devices.
What this study adds
• OA-2000 biometric measurements are compatible with the IOLMaster-500 and Lenstar-LS900 for power prediction using various IOL power calculation formulas. The OA-2000 device shows higher success rate in AL measurement in comparison with the IOLMaster-500. The OA-2000 measurements, using the Barrett toric calculator, yielded a lower ATR centroid prediction error compared to IOLMaster-500 and Lenstar.
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